INTRODUCTION {#sec1-1}
============

During the last two decades, intraoperative neuromonitoring (IONM) has experienced a huge development in the fields of spine, posterior fossa, and brain surgery. Despite this, peripheral nerve surgery has been less covered.

The intraoperative nerve action potential (NAP) is useful in assessing the functional integrity of the nerve when required during peripheral nerve surgery. NAP is an electrical potential recorded from an exposed nerve in response to its electrical stimulation.

In the literature, the most important group who laid the groundwork was the Louisiana State University Medical Center;\[[@ref1][@ref3]\] in their papers, they suggested the use of their self-manufactured electrodes for stimulation and recording to avoid possible stimulus artifact as much as possible. Their electrodes were designed as 18-gauge stainless steel wires bent into a shepherd\'s crook\'s shape; the distance between poles ranged between 3 and 7 mm depending on the diameter of the nerve of interest. To minimize the shock artifact, they stated the use of a three-pronged stimulator with the outermost electrodes connected.

Peripheral nerve surgery comprises acute neurological lesions, neuromas, and peripheral nerve tumors. Although peripheral nerve tumors can be of several types, schwannoma, a tumor developed from the Schwann cells, is the most common. Advanced anatomical knowledge and extensive experience in microsurgery are required to recover the maximum functional capacity and to eliminate pain. Acute lesions and neuromas are treated through direct nerve repair or through a graft whereas tumoral lesions must be resected. In any case, the main goal of peripheral nerve surgery is the preservation of a maximum of undamaged nerve fascicles.

After the work of the Louisiana group, commercial probes for stimulation and recording are widely available. To our advice, theses probes are useful while localizing, identifying, and assessing the functional integrity of the nerve of interest, however, they do not allow continuous monitoring during peripheral nerve tumor removal. To obtain NAP with these probes, the surgeon should elevate the nerve respect to the surgical field to avoid current dispersion. So far, the described technique has been used only for mapping purposes.

MATERIALS AND METHODS {#sec1-2}
=====================

Informed consent and approval from the ethics committee of our institution were obtained for this technical note. The authors declare no conflict of interest.

Twelve patients (6 males and 6 females) have been monitored with this technique in our center since 2014 (Mean age: 50 years; 28--79). Eleven patients were affected by a schwannoma (on 3 median, 2 spinal accessory, 2 sural, 1 superficial peroneal, and 1 peroneal nerve), 2 patients were affected by a neuroma (on a median and a radial nerve), and 1 patient with a peroneal nerve was affected by a sarcoma of the knee. All patients had mild motor impairment or paresthesia, except the patient affected by a sarcoma and the one having a posttraumatic radial neuroma after a humeral fracture who had an almost complete deficit. Anesthesia regime comprised sevoflurane or total intravenous anesthesia (TIVA). No muscle relaxant after intubation, peripheral nerve/plexus blocks for anesthesia, or blood pressure cuff was used during the surgery.

After localizing the nerve of interest, dissecting it from the adjacent soft tissue, and assessing its anatomical integrity, depending on the length of nerve exposed, monopolar or bipolar stimulation is chosen. If there is not enough nerve exposed (\<6 cm), monopolar stimulation is performed placing two APS^®^ (Automatic Periodic Stimulation, Medtronic) electrodes on the nerve on either sides of the tumor using subdermal electroencephalogram (EEG) needles as anode for stimulation and as reference (G2) for recording. If enough nerve is exposed (\>6 cm), bipolar stimulation placing paired APS^®^ electrodes on either side of the tumor is feasible \[[Figure 1](#F1){ref-type="fig"}\].

![(a) Nerve action potential (NAP) recorded on a superficial peroneal nerve affected by a schwannoma with APS^®^ electrodes following monopolar stimulation and recording. \* Stimulus artifact, \*\* NAP, scale 1 ms/Div; 100 μV/Div. (b) Exposed superficial peroneal nerve showing a schwannoma measuring 3 cm. (c) Bipolar stimulation and recording positioning (this modality was dismissed since it does not leave enough exposed nerve to work). (d) Monopolar stimulation and recording positioning (this modality was used to record the NAP showed in a)](SNI-8-184-g001){#F1}

Even though we usually perform monopolar stimulation, the distance between the poles for stimulation and recording ranges 5 to 9 mm. We have not experienced an increase in stimulus artifact, which could be in part due to the characteristics of the electrode, having a tiny active surface surrounded by plastic that isolates the nerve from current dispersion.

To obtain NAP some technical aspects should be taken into account; regarding stimulation parameters, distance between stimulation and recording points should be over 4 cm, the stimulus duration should be short (0.05--0.1 ms), with square pulse, intensity to evoke a supramaximal potential generally does not need to be more than 1--5 mA. Regarding recording parameters, low pass filter should be 5--10 Hz and high pass filter ranging 2000--3000 Hz, sensitivity should be set at 20--50 μV/cm, and epoch length should be set at 10 ms.\[[@ref2]\]

RESULTS {#sec1-3}
=======

Among 10 patients undergoing a peripheral nerve surgery (schwannoma or neuroma), the nerve was localized and monitored without experiencing changes in the NAP amplitude. The patients did not have any preoperative or postoperative deficit, and hence, they were considered as true negatives. In the other 2 patients (a peroneal nerve affected by a sarcoma of the knee and a radial neuroma developed after a humeral fracture fixed with a plate), no NAP or compound muscle action potential (CMAP) was recorded at the baseline. These patients had a severe preoperative deficit and there were no clinical changes at outcome; hence, they were considered true positives.

DISCUSSION {#sec1-4}
==========

The main advantages of this technique are that it allows continuous monitoring of NAP without further intervention of the surgeon or the assistant, it offers more visibility inside the surgical field during the removal of a peripheral nerve tumor, and there are no additional technical issues compared with the traditional materials used for monitoring peripheral nerves.

On the other hand, the main limitations are that there are only two sizes are commercially available for the APS^®^ electrode: 2.0 and 3.0 mm models for nerves ranging 2--3 and 3--4 mm, respectively, and that if the diameter of the nerve of interest is smaller or bigger than the diameter of the electrode it could migrate or cause a nerve local damage. In the mentioned situation, this methodology is not appropriate and traditional probes are used. Due to the limited number of patients in our series, no intraoperative changes regarding the amplitude of the NAP were recorded; therefore, it is not possible to establish a correlation between the intraoperative findings and the outcome.

CONCLUSION {#sec1-5}
==========

To our knowledge, this is a feasible and reliable methodology that allows continuous monitoring of the functional integrity of peripheral nerve during peripheral nerve tumor surgery. The vagus nerve stimulation electrodes, initially designed for thyroid surgery, open a new range of possibilities in the peripheral nerve neurophysiological monitoring. Longer case series are needed to establish the correlation between intraoperative neurophysiological changes and clinical outcome.
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